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TYPICAL COMPONENT TYPES 


This chart is a guide to commonly used types of elec- tions should prove helpful in identifying most parts and 
tronic components. The symbols and related illustra- reading the schematic diagrams, 
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INTRODUCTION 


The Heathkit Model HM-15 Reflected Power 
Meter and SWR Bridge indicates, reliably but 
inexpensively, whether the RF power output of 
your transmitter is being transferred efficiently 
to the radiating antenna, The Reflected Power 
Meter is primarily intended for use with Ama- 
teur Radio transmitters, but it can be used with 
other transmitters, If it is used with a trans- 
ceiver it will not affect receiver operation, 


The combination of very low insertion loss and 
high power rating permits the Reflected Power 
Meter to be inserted permanently in a 50-52 2 
or 70-75 2 transmission line, This permits con- 
tinuous monitoring of reflected power or SWR 
(standing wave ratio) todetermine proper trans- 


PARTS 


mitter tuning, transmission line-to-antenna im- 
pedance matching, and relative power output, 


The Reflected Power Meter can also be used 
for other applications, such as designing antenna 
coupling networks, checking other transmission 
systems, etc, Because of its small size and the 
fact that it needs no external power source, it 
can be moved about conveniently, The input and 
output connectors are standard VHF coaxial 
connectors, 


NOTE: Refer tothe ''Kit Builders Guide" for com- 
plete information on unpacking, parts identifi- 


cation, tools, wiring, soldering, and step-by- 
step assembly procedures, 


LIST 


The numbers in parentheses are keyed to the 
numbers on the Parts Pictorial to aid in Parts 
identification, The instructions in the Kit Build- 
ers Guide show you how to identify resistors and 


capacitors, 
PART PARTS DESCRIPTION PART PARTS DESCRIPTION 
No, Per Kit No, Per Kit 
RESISTORS HARDWARE 
(6) 250-8 6 #6 sheet metal screw 

1/2 Watt (7) 250-172 2 3-48 x 3/8" screw 
(1) 1-103 1 33 Q (orange-orange-black) (8) 250-49 ae 3-48 x 1/4" screw 

1-83 1 56 Q (green-blue-black) (9) 250-93 Qe 8-32 x 1/4" setscrew 

1-146 1 75 Q (violet-green-black) (10) 252-1 6 3-48 nut 

1-123 1 100 2 (brown-black-brown) (11) 252-7 2s Control nut 

(12) 253-1 24 #6 fiber washer 

CAPACITORS-CONTROL-SWITCH-DIODE (13) 253-10 2° Control flat washer 
(2) 21-14 fe .001 ufd disc capacitor (14) 254-4 1) Control lockwasher 
(3) 10-11 Iv 50 KQ control (15) 254-7 8v #3 lockwasher 
(4) 63-177 ly 2-position rotary switch (16) 259-10 1” Control solder lug 
(5) 56-26 2 1N191 diode (brown- 


white-brown) 


Gq uearuxitr 


PART PARTS DESCRIPTION 


No, Per Kit 


MISCELLANEOUS 
90-327-1 1:— 
90-320-1 1» 


(17) 40-100 1+ 


(18) 40-98 Vg 


(19)40-99 2+ 
(20)255-12 3 


261-4 4. 
344-50 1- 
407-112 1- 


(21)431-14 1» 


Chassis 

Cabinet 

Coaxial cavity 

RF driver element 
RF pickup element 
Plastic spacer 
Rubber foot 

Length hookup wire 
100 wa meter 

2-lug terminal strip 


PARTS 


PART PARTS 
No, Per Kit 


DESCRIPTION 


Miscellaneous (cont'd.) 


(22)431-16 

(23) 436-5 
462-191 
490-5 
490-6 
597-308 
391-34 
597-260 
595-774 


PICTORIAL 


1~ 
2. 
2. 


2-lug terminal strip 
Coaxial connector 
Knob 

Nut starter 

Allen wrench 

Kit Builders Guide 
Identification label 
Parts Order Form 
Manual 

Solder 
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STEP-BY-STEP ASSEMBLY 


Before starting to assemble this kit, read the 
Kit Builders Guide for complete information on 
wiring, soldering, and step-by-step assembly 
procedures, 


PARTS MOUNTING AND WIRING 


Refer to Pictorial 1 for the following steps, 


«(7 Refer to Detail 1A and mount a coaxial 
connector at A on the coaxial cavity, Use 
3-48 x 1/4'' screws, #3 lockwashers, and 
3-48 nuts, 


(LY Mount a coaxial connector at B onthe coax- 
ial cavity, Use 3-48 x 1/4'' screws, #3 
lockwashers, and 3-48 nuts, 


(se Place a #6 fiber flat washer over the center 
pin of coaxial connectors A and B as shown 
in Detail 1B. 


(V) Fit the end holes in the RF driver element 
over the center pins of the coaxial con- 
nectors as shown in Detail 1B, Ifitdoes not 
fit properly, loosen the hardware on the 
coaxial connectors and move them to obtain 
a proper fit, Now remove the driver element, 


(\/) Slide the three plastic spacers on the RF 
driver element, Then reinstall the RF 
driver element on the center pins of the 
coaxial connectors, Be sure that the small 
holes in the plastic spacers are up as shown 
in Detail 1B. 


(\) Slide all three of the plastic spacers to the 
center of the RF driver element, Solder the 
ends of the driver element to the center 
pin on each coaxial connector, Refer to the 
inset on Pictorial 1, 


( ) Slide the RF pickup elements through the 
small holes on the top of the plastic spacers, 
Position the plastic spacers and RF pickup 
elements as shown by the dimensions on 
Pictorial 1, 


@ 
per NUT rage a 
LF 


=) we 
©) COAXIAL 
i CONNECTOR 
i =) 
4 tet SCREW 


Detail 1A 


PLASTIC SPACER 


RF DRIVER 
ELEMENT 
on 


COAXIAL CAVITY 


Detail 1B 


Select the two proper resistors to be usedin the 


f next two steps, If the Reflected Power Meter is 


, ing, to be used with a 50-52 Q line, use the 
( 100 9 (brown-black-brown) resistor and the 562 


ereen-blue-black) resistor, If it is going to be 
used on a 70-75 © line, use the 75 Q (violet- 
green-black) resistor and the 33 Q (orange- 
orange-black) resistor, 


(eg eeataarr] HEATHKIT Paz 


yA ay lee RF PICKUP 

et ELEMENT L1 

£O% LON 
5 # 8 


SOLDERING 
IRON 


PICTORIAL 1 


mw Cut one lead of either a 100 2 ora75Q 
resistor to 3/4". Bend a hook in the end of Voomiant Ten 
this lead and connect it to point C on RF 


pickup element L1 (S-1),. Bend the lead of CG 

this resistor so it is positioned exactly as 

shown in Detail 1C and Pictorial 1, The fxs 
AP 


other lead will be connected later, D 
(/) Cut one lead of either a 56 2 ora 332 
resistor to 1-1/8''. Bend a hook in the end 
of this lead and connect it to point E on = CRYSTAL DIODE 

RF pickup element L2 (S-1). Bend the lead F Y 

of this resistor so it is positioned exactly BS po 

as shown in Detail 1C and Pictorial 1, The Ke 

By ISG, 


other lead will be connected later, 


( i Bend a hook in the end of the lead at the 
unbanded end of a crystal diode, Connect 
this lead to point D on RF pickup element 
L2 (S-1). Bend this lead so it is positioned 
as shown in Detail 1C and Pictorial 1, The 
other lead will be connected later, 


(/) Cut the lead at the unbanded end ofa crystal 
diode to 3/4", Bend a hook inthe end of this 
lead, Connect this lead to point F on RF 
pickup element Li (S-1). Bend this lead so 
it is positioned as shown in Detail 1C and 
Pictorial 1, The other lead will be con- 
nected later, 


Detail 1C 
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Refer to Pictorial 2 for the following steps, ) 


NOTE: In the following steps be sure the spacing 
of the pickup elements does not change from the 
dimensions listed on Pictorial 1, (iy 


— 


NOTE: The 2-lug terminal strips mounted in the 
following step are physically different, Carefully 
match the terminal strips with Detail 2A when ( 
they are mounted, 


~~ 


(.4 Refer to Detail 2A and mount the coaxial 
cavity in the chassis with 2-lug terminal ( 
strips at G and H, Use 3-48 x 3/8" screws, 
#3 lockwashers, and 3-48 nuts, Position the 
cavity and terminal strips as shown in Pic- 
torial 2 and Detail 2A.Secure the remaining 


~— 


HEATHEKIT 


Connect the free lead of the crystal diode - 
extending from point D to lug 2 of terminal 
strip G (NS). Position the diode as shown, 


Connect the free lead of the resistor ex- 
tending from point E to lug 2 of terminal 
strip H (NS), Position this resistor as shown, 


Connect the free lead of the crystal diode 
extending from point F to lug 1 of terminal 
strip H (NS). Position’this diode as shown, 


Place a solder lug on the bushing of the 
50 KQ control and rebend the solder lug so 
it touches lug 3 of the control, See Detail 
PASH 


corner of each coaxial connector with a NOTE! Before you mount the 50 KQ control in 


#6 x 3/8" sheet metal screw, 


( 


~~ 


ing from point C to lug 1 of terminal strip 
G (NS). Position this resistor as shown, 
Recheck the spacing of the RF pickup ele- 
ments before continuing, 


Grom 


#6x3/8" 
SHEET METAL SCREW 
3-48x3/8" SCREW 


Detail 2A 


the next step, be sure to scrape away any paint 


that might be around the inside of the chassis at 
Connect the free lead of the resistor extend- hole J. 


Gag eatrHexit 


PICTORIAL 2 


(/) Refer to Detail 2B and mount the 50 KQ con- 
trol on the chassis at J, Use the prebent 
control solder lug, acontrolflat washer, and 
a control nut, Position the control lugs as 
shown in Pictorial 2, 


CONTROL NUT 
CONTROL FLAT WASHER 


CONTROL 
SOLDER LUG 


* Detail 2B 
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a 

(Y) Mount the 2-position rotary switch at K with 
a control lockwasher, a control flat washer, 
and a control nut, Position the switch lugs 
as shown, 


4 
(Vv ) Refer to Detail 2C and mount the meter at 
L. Use the hardware supplied with the meter, 


METER LOCKWAS 


HER 
METER NUT 


Detail 2C 


(“) Remove the shorting wire connected be- 
tween the meter lugs, 


(,) Connect a 6-1/4" wire from lug 2 of the 
meter (S-1) to lug 2 of control J (S-1). 


(“ ) Connect a 1-3/4" wire from lug 1 of the 
meter (S-1) to lug1 of terminal strip G (NS). 


(, ) Connect a .001 ufd disc capacitor between 
lugs 1 (S-3) and 2 (NS) of terminal strip G, 


(“) Connect a 3-3/8" wire from lug 2 of ter- 
minal strip G (S-3) to lug 1 of switch K 
(Seite 


(_y Connect a 3-3/8" wire from lug 2 of switch 
K (S-1) to lug 1 of control J (S-1). 


( *Y Connect a 3-3/8" wire from lug 3 of switch 
K (S-1) to lug 1 of terminal strip H (NS). 


(.) Connect a .001 ufd disc capacitor between 
lugs 1 (S-3) and 2 (NS) of terminal strip H. 


(.-) Connect a 2-1/4" wire from lug 2 of terminal 
strip H (S-3) to the solder lug on control 
J (S-1), Also solder lug 3 of control J 
to the solder lug, 


CABINET 


=6x3/8" 
SHEET METAL 
SCREW 


/ 


PICTORIAL 3 


RUBBER FOOT 


FINAL ASSEMBLY 
Refer to Pictorial 3 for the following steps. 


‘7 ) Install a rubber foot in each corner on 
the bottom of the chassis, 


(v 


— 


Carefully inspect all wiring and solder 
joints, Be sure the bare resistor and diode 
leads do not touch the coaxial cavity, 


HEATHKIT 


( ) Anstall the cabinet and secure it with four -- 


#6 x 3/8"' sheet metal screws, 


( )Atart an 8-32 setscrew in each knob, Use 
the allen wrench supplied, 


(y) Turn the switch and control shaft to their 
maximum counterclockwise positions; then 
install the knobs with the pointers fully 
counterclockwise, 


NOTE: The blue and white identification label 
shows the Model Number and Production Series 
Number of your kit, Refer to these numbers in 
any communications with the Heath Company; 
this assures you that you will receive the most 
complete and up-to-date information in return, 


( m4 Install the identification label on the rear 
or bottom of the chassis by peeling away 
the backing paper and pressing it into po- 
sition, 


This completes the assembly of your Heathkit 
Reflected Power Meter, 


INSTALLATION 


( ) Connect the Reflected Power Meter in 
series between the transmitter output and 
antenna system, Input and Output coaxial 
connectors are provided on the rear of the 
cabinet, Place the Reflected Power Meter 
in a convenient location at the transmitter 
operating station, 


( ) Cut the coaxial transmission line at the 
proper place, and install male coaxial 


connectors on the cable ends, Then connect 
the transmitter output cable to the Input 
connector and the antenna cable to the Out- 
put connector of the Reflected Power Meter, 


NOTE: If an antenna tuner is used, connect the 
Power Meter between the transmitter and antenna 
tuner with coaxial cable of proper impedance, 
Then the tuner can be adjusted for minimum 
SWR and maximum output, 
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OPERATION 


The Reflected Power Meter can only be used with 
50-52 or 70-75 2transmission lines, and will not 
perform properly in lines of other impedances, 
It also will not work on transmission lines 
that are used as tuned feeders, since tuned 
feeders normally have a high SWR, 


( ) Before applying power to the transmitter, 
turn the SENSITIVITY control to MIN andthe 
Function switch to FWD, 


( ) Apply power to the transmitter and tune it, 
Disregard the Power Meter readings at this 
stage, After the transmitter is properly 
tuned, set the SENSITIVITY control for a 
midscale meter reading, A minor "'touch- 
up" tuning of the transmitter may show an 
increase in output on the meter, This indi- 
cates a closer match between the trans- 
mitter and the transmission line, Now set 
the SENSITIVITY control to give a full- 
scale (SET) meter reading, 


( ) Turn the Function switch to REV, This may 
be done while power is on and no switching 
transient will result, since the switch is 
connected in a low-power bridge circuit, 
The amount of power returned, or reflected, 
can now be read directly in percentage on 
the meter, or as the SWR, 


NORMAL OPERATING CHARACTERISTICS 


The Reflected Power Meter may be left in the 
transmission line at all times for continuous 
monitoring purposes, A power output of 70 watts 
is needed on 75 meters for full-scale deflection 
with the Function switch inthe FWD position; and 
only 2 or 3 watts is needed for full-scale de- 
flection on 6 meters, 


The minimum power that is needed varies with 
frequency, At low power levels, any meter read- 
ing within the range of the SENSITIVITY control 
can be used as a normal-operation reference: 
midscale may be convenient, The meter read- 
ings would then be approximately proportional 
to the ratio between the meter reference level 
you choose and full-scale, 


As the transmitter is being voice modulated, 
a slight downward deflection of the meter will 
be indicated, This will occur when the Function 
Switch is in the FWD position and should not be 
confused with downward modulation, This effect 
is generally due to a nonlinear relationship be- 
tween the voltage and current in the final ampli- 
fier of the transmitter, and it should not alarm 
the operator since it is entirely normal with 
high level modulation, 


Control carrier modulation will "kick" the meter 
indication upward on peaks, SSBand DSB signals 
will give a bouncing indication when trans- 
mitting, so no SWR measurement can be made, 
Therefore, use a single-tone or CW carrier 
with sideband transmitters when taking read- 
ings, When operating SSB, any indication with 
no modulation indicates spurious or parasitic 
emission, or poor carrier suppression, 


PHYSICAL PLACEMENT AND LOSSES 


The meter readings may vary if the Reflected 
Power Meter is placed at different locations in 
the transmission line, or if the length of the 
transmission line is changed, For this reason, 
assume that the highest SWR reading is most 
correct, Keep in mind that the closer the SWR 
approaches 1:1; the more accurate the Re- 
flected Power Meter becomes, 


Misleading readings may be obtained with long 
transmission lines since the losses in the 
cable tend to "smooth out" the standing waves, 
giving a much better indication at the trans- 
mitter than actually exists at the antenna, There- 
fore, if you are using a transmission line long 
enough to have appreciable losses, locate the 
Reflected Power Meter near the antenna, es- 
pecially when adjusting beams or tuning traps, 
You can better understand the extent of this 
effect when you realize that a line with a 3 db 
loss will show a SWR of 3 when it is terminated 
in a dead short, A line with a loss of over 10 db 
will show a SWR of practically 1:1, on this or 
any other SWR meter, regardless of what load 
or termination is connected at the far end, 
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NORMAL ATTENUATION OF 
COAXIAL CABLES VS FREQUENCY 


NORMAL ATTENUATION-DB PER 100 FEET 


FREQUENCY — MC 


Figure 1 


The power losses in these cases are occurring 
in the cable, but the SWR meter reading will not 
indicate that anything is wrong, When in doubt, 
make measurements at the antenna and at the 
transmitter, so future changes in the readings 
will be meaningful, The values of cable losses 
at various frequencies can be obtained from 
Figure 1, These losses become worse as time 
and moisture affect the cable, 


~ 


INN 


N\A 


IN 


Nee 


PER 100 FEET 
2 40d 


With a high SWR, the transmission line losses 
may become so great that the radiated power is 
appreciably reduced; with high-power trans- 
mitters, the cable ratings may be exceeded, 
Figure 2 shows the effect of increasing cable 
losses caused by various values of SWR, When 
these losses occur, the RF power is turned into 
heat in the cable instead of being radiated from 
the antenna, 
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LINE LOSS IN DB WHEN MATCHED 


ADDITIONAL LOSS IN DB CAUSED BY STANDING WAVES 


To obtain total losses in a given length of Figure 2 
coaxial cable, determine the db loss per foot 
of the cable from ‘Figure 1, This is done by 


Gg hearHxir 


finding your operating frequency on the bottom 
line of the chart, and moving up to find the type 
of cable used, By looking at this same level on the 
left-hand side of the chart, you can read the db 
loss per 100 feet of the cable at that frequency, 


Now determine the additional loss caused by the 
SWR from Figure 2 as follows: Use the amount 
of loss determined from Figure 1 and find this 
value on the bottom line of Figure 2, Now move 
up the graph until you come to the SWR of your 
antenna system, Move over to the left-hand side 
of the graph and determine the amount of loss 
caused by the SWR. To obtain the total loss of 
your system, add the value from Figure 1 to the 
value from Figure 2, 


LOADING 


The load presented to the transmitter output 
circuit may create conditions that make it 
touchy or impossible to load the transmitter, 
With a low SWR, the load that the transmitter 
sees is practically pure resistive, However, 
at a high SWR, the apparent load may change 
from a very low to a very high resistance, 
accompanied by either capacitive or inductive 


NOTE: Refer to the Kit Builders Guide for Serv- 
ice and Warranty information, 


1, Recheck the wiring, Trace each lead in 
colored pencil on the Pictorial as it is 
checked, It is frequently helpful to have a 
friend check your work, Someone who is 
not familiar with the unit may notice some- 
thing consistently overlooked by the con- 
structor, 


2. It is interesting to note that about 90% of 
the kits that are returned for repair, donot 
function properly due to poor connections 
and soldering, Therefore, many troubles 
can be eliminated by reheating all connec- 
tions to make sure that they are soldered 
as described in the Soldering section of the 
Kit Builders Guide, 


IN CASE OF 
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reactance, These resistance and reactance val- 
ues change when the transmission line length 
or frequency is changed, 


Remember when you are using 52 or 72 2 
unbalanced feed lines, that the SWR cannot be 
changed by changing the transmission line 
length, However, the loading to the transmitter 
may be changed considerably, thus making it 
appear that "pruning" the cable length offers 
improvement, when it actually does not affect 
the SWR, 


The SWR can only be changed by changing the 
load or termination at the end of the cable, 
If the transmission line length is changed, for 
example, with 50 2 cable and a SWR of 3, 
the apparent load to the transmitter may vary 
from 16-2/3 2 to 150 resistive, with reactance 
varying from 66-2/3 2 capacitive, to zero, to 
66-2/3 Q inductive, If the transmitter output 
tuning adjustments will not accomodate this 
impedance range, the transmitter will be diffi- 
cult to load until the load is properly matched 
to the line, When the load is matched the SWR 
will be lower, 


DIFFICULTY 


3. Check the values of parts, Be sure that the 
proper part has been wired into the circuit, 
as shown in the Pictorial diagrams and as 
called out in the wiring instructions, 


4, Check for bits of solder, wire ends or other 
foreign matter which may be lodged in the 
wiring, 


5. If the meter reads off scale to the left, 
either diode D1 or D2 is installed back- 
wards, 


6, If there is no meter indication diode D1 
or D2 may be open, or the jumper wire may 
still be connected across the meter lugs, 


7. A review of the Theory of Operation will 
prove helpful in indicating where to look 
for trouble, 
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SPECIFICATIONS 


Operation... %s 1s /s..5cksiess lasts aualsdelelatesscenese 


RF Power Handling Capability. 


Input And Output Impedance, .. 


Band Coverage, ecovoevoevevevevee ee eevee eee @ 
Meter, eeceeeeveeveereee ee ee eee eee © & oe 
Dimensions, eoeceoceeoeoeweeoe ee ewe ee ee ee oe oe 


Net: Weights. c's da steiclatte ofe)e,<1e)ejshelsberetsie ce 


The Heath Company reserves the right to discon- 
tinue instruments and to change specifications at 
any time without incurring any obligation to 


THEORY OF 


The circuit of the Reflected Power Meter and 
SWR Bridge is based upon that of a device de- 
veloped at the U.S, Naval Research Laboratory, 
Washington, D.C., and described in N,R.L, re- 
port No, 3538, titled "A Reflectometer for H-F 
Band,"' Simplified versions have also been 
described in various amateur radio publications, 


In the broadest terms, the Reflected Power 
Meter consists of a short section of trans- 
mission line to which two small linear induc- 
tors are coupled, both inductively and capac- 


Indicates percentage of forward and reflected 
power, and voltage standing wave ratio (SWR). 


2 kilowatts P.E.P,. 

50-52 2 or 70-75 Q, 

160 through 6 meters, 

100 microamperes, full scale, 

9-1/32" wide x 2-9/16" high x 3-5/8" deep. 


1-1/2 lbs, 


incorporate new features in instruments pre- 
viously sold, 


OPERATION 


itively, The radio frequency current flowing in 
each inductor and its load resistor is recti- 
fied by a germanium diode and filtered by a 
ceramic capacitor, Because Ll is terminated 
at the output and L2 is terminated at the input, 
the rectified current in Ll indicates forward 
relative power, while the rectified current in L2 
indicates reverse relative power, The Function 
switch selects the direct current output of either 
diode and applies it to a variable-sensitivity 
metering circuit, consisting of a linear poten- 
tiometer and a microammeter, The meter indi- 
cates the reflected power and SWR, 
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REPLACEMENT PARTS PRICE LIST 


PART PRICE DESCRIPTION PART PRICE DESCRIPTION 
No, Each No. Each 

RESISTORS MISCELLANEOUS 

1/2 Watt 90=327=1 1,30 Chassis 

1-103 py 8 33 2 90-320-1- — .75 Cabinet 

1-83 oD 56 Q 40-100 20 Coaxial cavity 

1-146 10 752 40-98 oD5 RF driver element 

1-123 10 100 2 40-99 10 RF pickup element 
255-12 10 Plastic spacer 
261-4 005 Rubber foot 

CAPACITORS-CONTROL-SWITCH-DIODE 344-50 .05/ft Hookup wire 


21-14 .10 
10-11 .50 
63-177 685 
56-26 .30 
HARDWARE 

250-8 £05 
250-172 05 
250-49 405 
250-93 .05 
252-1 .05 
252-7 .05 
253-1 205 
253-10 205 
254-4 205 
254-7 £05 


259-10 .05 


.001 pufd disc capacitor 
50 KQ control 
2-position rotary switch 
1N191 diode 


#6 sheet metal screw 
3-48 x 3/8" screw 
3-48 x 1/4" screw 
8-32 x 1/4" setscrew 
3-48 nut 

Control nut 

#6 fiber washer 
Control flat washer 
Control lockwasher 
#3 lockwasher 
Control solder lug 


407-112 5,00 


431-14 10 
431-16 10 


436-5 85 
462-191 10 
490-5 10 
490-6 10 
331-6 15 


595-774 2,00 


100 pa meter 


2-lug terminal strip 
2-lug terminal strip 
Coaxial connector 
Knob 

Nut starter 

Allen wrench 
Solder 

Manual 


The above prices apply only on purchases from 
the Heath Company where shipment is toa U.S.A, 
destination, Add 10% (minimum 25 cents) to the 
price when ordering from an authorized Service 
Center or Heathkit Electronic Center to cover 
local sales tax, postage and handling, Outside 
the U,S,A, parts and service are available from 
your local Heathkit source and will reflect addi- 
tional transportation, taxes, duties and rates of 


exchange, 
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ASDALDAAAASAAABASAZAASAASASASY 


Dear Customer: 
You have just purchased one of the best performing electronic products in the world — your Heathkit. 


Here’s how we aim to keep it that way: 


Your Heathkit Warranty 


During your first 90 days of ownership, any parts which we find are defective, either in materials or 
workmanship, will be replaced or repaired free of charge. And we’ll pay shipping charges to get those parts to 
you — anywhere in the world. 


If we determine a defective part has caused your Heathkit to need other repair, through no fault of yours, we 
will service it free — at the factory, at any retail Heathkit Electronic Center, or through any of our authorized 
overseas distributors. 


This protection is exclusively yours as the original purchaser. Naturally, it doesn’t cover damage by use of 
acid-core solder, incorrect assembly, misuse, fire, flood or acts of God. But, it does insure the performance of 
your Heathkit anywhere in the world — for most any other reason, 


After-Warranty Service 


What happens after warranty? We won't let you down. If your Heathkit needs repairs or you need a part, just 
write or call the factory, your nearest retail Heathkit Electronic Center, or any Heath authorized overseas 
distributor. We maintain an inventory of replacement parts for each Heathkit model at most locations — even for 
models that no longer appear in our current product line-up. Repair service and technical consultation is 
available through al! locations. 


We hope you’ll never need our repair or replacement services, but it’s nice to know you're protected anyway — 
and that cheerful help is nearby. 


Sincerely, 


HEATH COMPANY 
Benton Harbor, Michigan 49022 
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STEP-BY-STEP ASSEMBLY 


Before starting to assemble this kit, read the 
Kit Builders Guide for complete information on 
wiring, soldering, and step-by-step assembly 
procedures, 


PARTS MOUNTING AND WIRING 


Refer to Pictorial 1 for the following steps, 


(@) Refer to Detail 1A and mount a coaxial 
connector at A on the coaxial cavity, Use 
3-48 x 1/4" screws, #3 lockwashers, and 
3-48 nuts, 

(e¢) Mount a coaxial connector at B onthe coax- 

ial cavity. Use 3-48 x 1/4" screws, #3 

lockwashers, and 3-48 nuts, 


Place a #6 fiber flat washer over the center 
pin of coaxial connectors A and B as shown 
in Detail 1B. 


Fit the end holes in the RF driver element 
over the center pins of the coaxial con- 
nectors as shown in Detail 1B, Ifitdoes not 
fit properly, loosen the hardware on the 
coaxial connectors and move them to obtain 
a proper fit, Now remove the driver element, 


Slide the three plastic 
driver element, Then reinstall the RF 
driver element on the center pins of the 
coaxial connectors, Be sure that the small 
holes in the plastic spacers are up as shown 
in Detail 1B. 


spacers on the RF 


Slide all three of the plastic spacers to the 
center of the RF driver element, Solder the 
ends of the driver element to the center 
pin on each coaxial connector, Refer to the 
inset on Pictorial 1, 


Slide the RF pickup elements through the 
small holes on the top of the plastic spacers, 
Position the plastic spacers and RF pickup 
elements as shown by the dimensions on 
Pictorial 1, . 


x 3-48 NUT oe Ta 


COAXIAL 
CONNECTOR 


PLASTIC SPACER 


RF DRIVER 
ELEMENT 
Zs 
#6 FLAT 
FIBER 


WASHER 


COAXIAL CAVITY 


Detail 1B 


Select the two proper resistors to be usedin the 
next two steps, If the Reflected Power Meter is 
going to be used with a 50-52 © line, use the 
100 Q (brown-black-brown) resistor and the 56 2 
(green-blue-black) resistor, If it is going to be 
used on a 70-75 Q line, use the 75 Q (violet- 
green-black) resistor and the 33 Q (orange- 
orange-black) resistor, 


HEATHKIT 


aie RF PICKUP 
ELEMENT LI 
Beate S76 See 6 sh el 
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PICTORIAL 1 


(@) Cut one lead of either a 100 2 ora75Q 


(2) 


(0) 


(@) 


resistor to 3/4''. Bend a hook in the end of 
this lead and connect it to point C on RF 
pickup element L1 (S-1). Bend the lead of 
this resistor so it is positioned exactly as 
shown in Detail 1C and Pictorial 1, The 
other lead will be connected later, 


Cut one lead of either a 56 Q ora 332 
resistor to 1-1/8''. Bend a hook in the end 
of this lead and connect it to point E on 
RF pickup element L2 (S-1),. Bend the lead 
of this resistor so it is positioned exactly 
as shown in Detail 1C and Pictorial 1, The 
other lead will be connected later, 


Bend a hook in the end of the lead at the 
unbanded end of a crystal diode, Connect 
this lead to point D on RF pickup element 
L2 (S-1). Bend this lead so it is positioned 
as shown in Detail 1C and Pictorial 1, The 
other lead will be connected later, 


Cut the lead at the unbanded end of a crystal 
diode to 3/4", Bend a hook inthe end of this 
lead, Connect this lead to point F on RF 
pickup element L1 (S-1). Bend this lead so 
it is positioned as shown in Detail 1C and 
Pictorial 1, The other lead will be con- 
nected later, 


1002 OR 752 


AV 


Ve; 


Detail 1C 
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Refer to Pictorial 2 for the following steps, 


NOTE: In the following steps be sure the spacing 
of the pickup elements does not change from the 
dimensions listed on Pictorial 1, 


NOTE: The 2-lug terminal strips mounted in the 
following step are physically different, Carefully 
match the terminal strips with Detail 2A when 
they are mounted, 


( ) Refer to Detail 2A and mount the coaxial 
cavity in the chassis with 2-lug terminal 
strips at G and H, Use 3-48 x 3/8" screws, 
#3 lockwashers, and 3-48 nuts, Position the 
cavity and terminal strips as shown in Pic- 
torial 2 and Detail 2A. Secure the remaining 
corner of each coaxial connector with a 
#6 x 3/8" sheet metal screw, 


(9 


~~ 


Connect the free lead of the resistor extend- 
ing from point C to lug 1 of terminal strip 
G (NS). Position this resistor as shown, 
Recheck the spacing of the RF pickup ele- 
ments before continuing, 


Grow 


#6x3/8" 
SHEET METAL SCREW 
3-48x3/8" SCREW 


Ge Hestuxit 


(®) Connect the free lead of the crystal diode> 
extending from point D to lug 2 of terminal 
strip G (NS). Position the diode as shown, 


(®) Connect the free lead of the resistor ex- 
tending from point E to lug 2 of terminal 
strip H (NS), Position this resistor as shown, 


(© ) Connect the free lead of the crystal diode 
extending from point F to lug 1 of terminal 
strip H (NS). Position’this diode as shown, 


(@) Place a solder lug on the bushing of the 
50 K& control and rebend the solder lug so 
it touches lug 3 of the control, See Detail 
2B, 


NOTE: Before you mount the 50 K® control in 
the next step, be sure to scrape away any paint 
that might be around the inside of the chassis at 
hole J. 


Detail 2A 


Ge seatrHxitr 
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A 
S 
PICTORIAL 2 


(«) Refer to Detail 2B and mount the 50 KQ con- 
trol on the chassis at J, Use the prebent 
control solder lug, acontrolflat washer, and 
a control nut, Position the control lugs as 
shown in Pictorial 2, 


CONTROL NUT = 
2255 REBEND 


CONTROL FLAT WASHER 
od 
28 5 Oe > 
eke Ss 


CONTROL 
SOLDER LUG 


~ Detail 2B 


(© ) Mount the 2-position rotary switch at K with 
a control lockwasher, a control flat washer, 
and a control nut, Position the switch lugs 
as shown, 


(e) Refer to Detail 2C and mount the meter at 
L. Use the hardware supplied with the meter, 


ASHER 
METER NUT 


Detail 2C 


(=m) Remove the shorting wire connected be- 
tween the meter lugs, 


(® ) Connect a 6-1/4" wire from lug 2 of the 
meter (S-1) to lug 2 of control J (S-1), 


(®) Connect a 1-3/4" wire from lug 1 of the 
meter (S-1) to lug1 of terminal strip G (NS), 


(»«) Connect a .001 ufd disc capacitor between 
lugs 1 (S-3) and 2 (NS) of terminal strip G. 


(=) Connect a 3-3/8" wire from lug 2 of ter- 
minal strip G (S-3) to lug 1 of switch K 
(S-1). 


(#) Connect a 3-3/8" wire from lug 2 of switch 
K (S-1) to lug 1 of control J (S-1). 


(«) Connect a 3-3/8" wire from lug 3 of switch 
K (S-1) to lug 1 of terminal strip H (NS). 


(.) Connect a .001 ufd disc capacitor between 
lugs 1 (S-3) and 2 (NS) of terminal strip H,. 


(a) Connect a 2-1/4" wire from lug 2 of terminal 
strip H (S-3) to the solder lug on control 
J (S-1), Also solder lug 3 of control J 
to the solder lug, 
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CABINET 


#6x3/8" 
SHEET METAL 
SCREW 


PICTORIAL 3 


RUBBER FOOT 


FINAL ASSEMBLY 
Refer to Pictorial 3 for the following steps, 


(©) Install a rubber foot in each corner on 
the bottom of the chassis, 


(9) Carefully inspect all wiring and solder 
joints, Be sure the bare resistor and diode 
leads do not touch the coexial cavity, 


INSTALLATION 


(© ) Connect the Reflected Power Meter in 
series between the transmitter output and 
antenna system, Input and Output coaxial 
connectors are provided on the rear of the 
cabinet, Place the Reflected Power Meter 
in a convenient location at the transmitter 
operating station, 


(¢ ) Cut the coaxial transmission line at the 
proper place, and install male coaxial 


(@ ) Install the cabinet and secure it with four 
#6 x 3/8"' sheet metal screws, 


(2) Start an 8-32 setscrew in each knob, Use - 


the allen wrench supplied, 


(° ) Turn the switch and control shaft to their 
maximum counterclockwise positions; then 
install the knobs with the pointers fully 
counterclockwise, 


NOTE: The blue and white identification label 
shows the Model Number and Production Series 
Number of your kit, Refer to these numbers in 
any communications with the Heath Company; 
this assures you that you will receive the most 
complete and up-to-date information in return, 


(@) Install the identification label on the rear 
or bottom of the chassis by peeling away 
the backing paper and pressing it into po- 
sition, 


This completes the assembly of your Heathkit 
Reflected Power Meter, 


connectors on the cable ends, Then connect 
the transmitter output cable to the Input 
connector and the antenna cable to the Out- 
put connector of the Reflected Power Meter, 


NOTE: If an antenna tuner is used, connect the 
Power Meter between the transmitter and antenna 
tuner with coaxial cable of proper impedance, 
Then the tuner can be adjusted for minimum 
SWR and maximum output, 


Ge HBatrHrit 
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OPERATION 


The Reflected Power Meter can only be used with 
50-52 or 70-75 Q transmission lines, and will not 
perform properly in lines of other impedances, 
It also will not work on transmission lines 
that are used as tuned feeders, since tuned 
feeders normally have a high SWR, 


(4 Before applying power to the transmitter, 
turn the SENSITIVITY control to MIN andthe 
Function switch to FWD, 


( 4 Apply power to the transmitter and tune it, 
Disregard the Power Meter readings at this 
stage, After the transmitter is properly 
tuned, set the SENSITIVITY control for a 
midscale meter reading, A minor "'touch- 
up" tuning of the transmitter may show an 
increase in output on the meter, This indi- 
cates a closer match between the trans- 
mitter and the transmission line, Now set 
the SENSITIVITY control to give a full- 
scale (SET) meter reading, 


( "| Turn the Function switch to REV, This may 
be done while power is on and no switching 
transient will result, since the switch is 
connected in a low-power bridge circuit, 
The amount of power returned, or reflected, 
can now be read directly in percentage on 
the meter, or as the SWR, 


NORMAL OPERATING CHARACTERISTICS 


The Reflected Power Meter may be left in the 
transmission line at all times for continuous 
monitoring purposes, A power output of 70 watts 
is needed on 75 meters for full-scale deflection 
with the Function switch inthe FWD position; and 
only 2 or 3 watts is needed for full-scale de- 
flection on 6 meters, 


The minimum power that is needed varies with 
frequency, At low power levels, any meter read- 
ing within the range of the SENSITIVITY control 
can be used as a normal-operation reference; 
midscale may be convenient, The meter read- 
ings would then be approximately proportional 
to the ratio between the meter reference level 
you choose and full-scale, 


As the transmitter is being voice modulated, 
a slight downward deflection of the meter will 
be indicated, This will occur when the Function 
switch is in the FWD position and should not be 
confused with downward modulation, This effect 
is generally due to a nonlinear relationship be- 
tween the voltage and current in the final ampli- 
fier of the transmitter, and it should not alarm 
the operator since it is entirely normal with 
high level modulation, 


Control carrier modulation will "kick" the meter 
indication upward on peaks, SSB and DSB signals 
will give a bouncing indication when trans- 
mitting, so no SWR measurement can be made, 
Therefore, use a single-tone or CW carrier 
with sideband transmitters when taking read- 
ings, When operating SSB, any indication with 
no modulation indicates spurious or parasitic 
emission, or poor carrier suppression, 


PHYSICAL PLACEMENT AND LOSSES 


The meter readings may vary if the Reflected 
Power Meter is placed at different locations in 
the transmission line, or if the length of the 
transmission line is changed, For this reason, 
assume that the highest SWR reading is most 
correct, Keep in mind that the closer the SWR 
approaches 1:1; the more accurate the Re- 
flected Power Meter becomes, 


Misleading readings may be obtained with long 
transmission lines since the losses in the 
cable tend to ''smooth out" the standing waves, 
giving a much better indication at the trans- 
mitter than actually exists at the antenna, There- 
fore, if you are using a transmission line long 
enough to have appreciable losses, locate the 
Reflected Power Meter near the antenna, es- 
pecially when adjusting beams or tuning traps, 
You can better understand the extent of this 
effect when you realize that a line with a 3 db 
loss will show a SWR of 3 when it is terminated 
in a dead short, A line with a loss of over 10 db 
will show a SWR of practically 1:1, on this or 
any other SWR meter, regardless of what load 
or termination is connected at the far end, 
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Figure 1 


The power losses in these cases are occurring 
in the cable, but the SWR meter reading will not 
indicate that anything is wrong, When in doubt, 
make measurements at the antenna and at the 
transmitter, so future changes in the readings 
will be meaningful, The values of cable losses 
at various frequencies can be obtained from 
Figure 1, These losses become worse as time 
and moisture affect the cable, 


With a high SWR, the transmission line losses 
may become so great that the radiated power is 
appreciably reduced; with high-power trans- 
mitters, the cable ratings may be exceeded, 
Figure 2 shows the effect of increasing cable 
losses caused by various values of SWR, When 
these losses occur, the RF power is turned into 
heat in the cable instead of being radiated from 
the antenna, 


To obtain total losses in a given length of 
coaxial cable, determine the db loss per foot 
of the cable from Figure 1, This is done by 
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finding your operating frequency on the bottom 
line of the chart, and moving up to find the type 
of cable used, By looking at this same level on the 
left-hand side of the chart, you can read the db 
loss per 100 feet of the cable at that frequency, 


Now determine the additional loss caused bythe 
SWR from Figure 2 as follows: Use the amount 
of loss determined from Figure 1 and find this 
value on the bottom line of Figure 2, Now move 
up the graph until you come to the SWR of your 
antenna system, Move over to the left-hand side 
of the graph and determine the amount of loss 
caused by the SWR, To obtain the total loss of 
your system, add the value from Figure 1 to the 
value from Figure 2, 


LOADING 


The load presented to the transmitter output 
circuit may create conditions that make it 
touchy or impossible to load the transmitter, 
With a low SWR, the. load that the transmitter 
sees is practically pure resistive, However, 
at a high SWR, the apparent load may change 
from a very low to a very high resistance, 
accompanied by either capacitive or inductive 


IN CASE OF 


1, Recheck the wiring, Trace each lead in 
colored pencil on the Pictorial as it is 
checked, It is frequently helpful to have a 
friend check your work, Someone who is 
not familiar with the unit may notice some- 
thing consistently overlooked by the con- 
structor, 


2. It is interesting to note that about 90% of 
the kits that are returned for repair, donot 
function properly due to poor connections 
and soldering, Therefore, many troubles 
can be eliminated by reheating all connec- 
tions to make sure that they are soldered 
as described in the Soldering section of the 
Kit Builders Guide, 


3. Check the values of parts, Be sure that the 
proper part has been wired into the circuit, 
as shown in the Pictorial diagrams and as 
called out in the wiring instructions, 
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reactance, These resistance and reactance val- 
ues change when the transmission line length 
or frequency is changed, 


Remember when you are using 52 or 72 2 
unbalanced feed lines, that the SWR cannot be 
changed by changing the transmission line 
length, However, the loading to the transmitter 
may be changed considerably, thus making it 
appear that "pruning" the cable length offers 
improvement, when it actually does not affect 
the SWR, 


The SWR can only be changed by changing the 
load or termination at the end of the cable, 
If the transmission line length is changed, for 
example, with 50 2 cable and a SWR of 3, 
the apparent load to the transmitter may vary 
from 16-2/3 Q to 150Q resistive, with reactance 
varying from 66-2/3 2 capacitive, to zero, to 
66-2/3 Q inductive, If the transmitter output 
tuning adjustments will not accomodate this 
impedance range, the transmitter will be diffi- 
cult to load until the load is properly matched 
to the line, When the load is matched the SWR 
will be lower, 


DIFFICULTY 


4, Check for bits of solder, wire ends or other 
foreign matter which may be lodged in the 
wiring, 


5, If the meter reads off scale to the left, 
either diode D1 or D2 is installed back- 
wards, 


6, If there is no meter indication diode D1 
or D2 may be open, or the jumper wire may 
still be connected across the meter lugs, 


7, A review of the Theory of Operation will 
prove helpful in indicating where to look 
for trouble, 


NOTE: In an extreme case where youare unable 
to resolve a difficulty, refer to the Service and 
Warranty section of the "Kit Builders Guide", 
and to the "'Factory Repair Service" information 
on Page 15 of this Manual, 
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SPECIFICATIONS 


Operation, . sss ce 6 ele ois o.c-¢ slelelete wpeyel ocetere 


RF Power Handling Capability, 


Input And Output Impedance, ...e.eecceceee 
Band Coverage, .cccccccccccvccscccce 
Meter, . 2000 cc ce 0000 sis 6 00 6 6 elelsiensre's 
Dimensions, ...ccccocccsccccvccvcces 


Net Weight.) wis elisiscele biele ote loin lefeielatade sre ole 


The Heath Company reserves the right to discon- 
tinue instruments and to change specifications at 
any time without incurring any obligation to 


THEORY OF 


The circuit of the Reflected Power Meter and 
SWR Bridge is based upon that of a device de- 
veloped at the U.S, Naval Research Laboratory, 
Washington, D.C., and described in N,R.L, re- 
port No, 3538, titled "A Reflectometer for H-F 
Band,"' Simplified versions have also been 
described in various amateur radio publications, 


In the broadest terms, the Reflected Power 
Meter consists of a short section of trans- 
mission line to which two small linear induc- 
tors are coupled, both inductively and capac- 


Indicates percentage of forward and reflected — 
power, and voltage standing wave ratio (SWR). 


2 kilowatts P.E.P. 

50-52 Q or 70-75 Q, 

160 through 6 meters, 

100 microamperes, full scale, 

9-1/32" wide x 2-9/16" high x 3-5/8" deep, 
1-1/2 lbs, 


incorporate new features in instruments pre- 
viously sold, 


OPERATION 


itively, The radio frequency current flowing in 
each inductor and its load resistor is recti- 
fied by a germanium diode and filtered by a 
ceramic capacitor, Because Ll is terminated 
at the output and L2 is terminated at the input, 
the rectified current in L1 indicates forward 
relative power, while the rectified current in L2 
indicates reverse relative power, The Function 
switch selects the direct current output of either 
diode and applies it to a variable-sensitivity 
metering circuit, consisting of a linear poten- 
tiometer and a microammeter, The meter indi- 
cates the reflected power and SWR, 
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REPLACEMENT PARTS PRICE LIST 


To order parts, use the Parts Order Form 
furnished with this kit, If a Parts Order Form 
is not available, refer to Replacement Parts 
in the Kit Builders Guide, 


PART PRICE DESCRIPTION PART PRICE DESCRIPTION 
No, Each No, Each 

RESISTORS MISCELLANEOUS 

1/2 Watt 90-327-1 1.30 Chassis 

1-103 10 = 33.2 90-320-1 .75 Cabinet 

1-83 15 86056 40-100 .20. Coaxial cavity 

1-146 10 75 Q 40-98 a5) RF driver element 

1-123 10 8 =6100& 40-99 .10 RF pickup element 
255-12 10 Plastic spacer 
261-4 205 Rubber foot 


344-50 .05/ft Hookup wire 


CAPACITORS-CONTROL-SWITCH-DIODE 207-112 “SiOu: STOO Na motee 


cba fe apes - Beers Se 431-14 10 2-lug terminal strip 
63-177 085 2-position rotary switch 231-26 oy eiug, ee 
56-26 30 1N191 diode 436-5 85 Coaxial connector 

462-191 .70 Knob 

490-5 10 Nut starter 

490-6 eLU Allen wrench 

331-6 hs Bs Solder 
HARDWARE 2.00 Manual (See front cover for 

part number,) 

250-8 Aaly #6 sheet metal screw 
250-172 205 3-48 x 3/8" screw The above prices apply only on purchases from 
250-49 .05 3-48 x 1/4" screw the Heath Company where shipment is toa U.S.A, 
250-93 .05 8-32 x 1/4" setscrew destination, Add 10% (minimum 25 cents) to the 
252-1 .05 3-48 nut price when ordering from an authorized Service 
252-7 05 Control nut Center or Heathkit Electronic Center to cover 
253-1 .05 #6 fiber washer local sales tax, postage and handling, Outside 
253-10 205 Control flat washer the U,S,A, parts and service are available from 
254-4 .05 Control lockwasher your local Heathkit source and will reflect addi- 
254-7 .05 #3 lockwasher tional transportation, taxes, duties and rates of 


259-10 205 Control solder lug exchange, 
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FACTORY REPAIR SERVICE 


You can return your complete kit to the Heath 
Company Service Department tohave it repaired 
for a minimum service fee, (Kits that have been 
modified will not be accepted for repair.) If you 
wish, you can deliver your kit to anearby Heath 
Authorized Service Center, These centers are 
listed in your Heathkit catalog, 


To be eligible for replacement parts under the 
terms of the warranty, equipment returned for 
factory repair service, or delivered to a Heath 
Authorized Service Center, must be accompanied 
by the invoice or the sales slip, or a copy of 
either, If you send the original invoice or sales 
slip, it will be returned to you, 


If it is not convenient to deliver your kit toa 
Heath Authorized Service Center, please ship it 
to the factory at Benton Harbor, Michigan and 
follow the following shipping instructions: 


Prepare a letter in duplicate, containing the 
following information: 


Your name and return address, 

Date of purchase, 

A brief description of the difficulty, 

The invoice or sales slip, or a copy of 
either, 

* Your authorization to ship the repaired 
unit back to you C,O.D, for the service 
and shipping charges, plus the cost of 
parts not covered by the warranty, 


Attach the envelope containing one copy of 
this letter directly to the unit before pack- 
aging, so that we do not overlook this impor- 
tant information, Send the second copy of the 
letter by separate mail to Heath Company, 
Attention: Service Department, Benton Harbor, 
Michigan, 


Check the equipment to see that all parts and 
screws are in place, (Do not include wooden 
cabinets when shipping receivers, tuners, am- 
plifiers, or TV sets, as these are easily 
damaged in shipment,) Then, wrap the equip- 
ment in heavy paper, Place the equipment in 
a strong carton, and put at least THREE 
INCHES of resilient packing material (shredded 
paper, excelsior, etc.) on all sides, between 
the equipment and the carton, Seal the carton 
with gummed paper tape, and tie it with a 
strong cord, Ship it by prepaid express, United 
Parcel Service, or insured parcel post to: 


Heath Company 
Service Department 
Benton Harbor, Michigan 49022 
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TYPICAL COMPONENT TYPES 


This chart is a guide to commonly used types of elec- tions should prove helpful in identifying most parts and 
tronic components, The symbols and related illustra- reading the schematic diagrams. 
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